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ABSTRACT 


BACKGROUND 

The Resynchronization—Defibrillation for Ambulatory Heart Failure Trial (RAFT) 
showed a greater benefit with respect to mortality at 5 years among patients who 
received cardiac-resynchronization therapy (CRT) than among those who received 
implantable cardioverter—defibrillators (ICDs). However, the effect of CRT on long- 
term survival is not known. 


METHODS 

We randomly assigned patients with New York Heart Association (NYHA) class II 
or III heart failure, a left ventricular ejection fraction of 30% or less, and an in- 
trinsic QRS duration of 120 msec or more (or a paced QRS duration of 200 msec 
or more) to receive either an ICD alone or a CRT defibrillator (CRT-D). We assessed 
long-term outcomes among patients at the eight highest-enrolling participating 
sites. The primary outcome was death from any cause; the secondary outcome was 
a composite of death from any cause, heart transplantation, or implantation of a 
ventricular assist device. 


RESULTS 
The trial enrolled 1798 patients, of whom 1050 were included in the long-term 
survival trial; the median duration of follow-up for the 1050 patients was 7.7 years 
(interquartile range, 3.9 to 12.8), and the median duration of follow-up for those 
who survived was 13.9 years (interquartile range, 12.8 to 15.7). Death occurred in 
405 of 530 patients (76.4%) assigned to the ICD group and in 370 of 520 patients 
(71.2%) assigned to the CRT-D group. The time until death appeared to be longer 
for those assigned to receive a CRT-D than for those assigned to receive an ICD 
(acceleration factor, 0.80; 95% confidence interval, 0.69 to 0.92; P=0.002). A sec- 
ondary-outcome event occurred in 412 patients (77.7%) in the ICD group and in 
392 (75.4%) in the CRT-D group. 


CONCLUSIONS 
Among patients with a reduced ejection fraction, a widened QRS complex, and 
NYHA class II or III heart failure, the survival benefit associated with receipt of a 
CRI-D as compared with ICD appeared to be sustained during a median of nearly 
14 years of follow-up. (RAFT ClinicalTrials.gov number, NCT00251251.) 
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RESYNCHRONIZATION—DEFIBRILLATION FOR HEART FAILURE 


ARDIAC-RESYNCHRONIZATION THERAPY 

(CRT) has been shown to reduce both 

mortality and heart-failure outcomes in 
patients with symptomatic heart failure, a re- 
duced ejection fraction, and a wide QRS complex 
despite optimal medical therapy, and it has 
been established as standard care in appropriate 
patients. The implantation of a CRT device is a 
lifelong intervention for such patients, and clin- 
ical decision making is dependent on studies of 
the long-term outcomes of CRT. 

The Resynchronization—Defibrillation for Am- 
bulatory Heart Failure Trial (RAFT) was a multi- 
center, double-blind, randomized, controlled trial 
that aimed to determine whether the addition 
of CRT to an implantable cardioverter—defibril- 
lator (ICD), along with optimal medical therapy, 
would result in lower mortality and fewer hos- 
pitalizations for heart failure than an ICD and 
optimal medical therapy alone.’ The trial in- 
cluded patients with a left ventricular ejection 
fraction of 30% or less, a QRS complex dura- 
tion of more than 120 msec, and New York 
Heart Association (NYHA) class II or III heart 
failure. Patients with a right bundle-branch 
block, nonspecific intraventricular conduction 
delays, right ventricular pacing, or atrial fibril- 
lation were not excluded. Enrollment in RAFT 
was completed in February 2009. During a 
mean (+SD) of 40420 months of follow-up for 
the 1798 enrolled patients, CRT resulted in a 
significantly lower risk of death or hospitaliza- 
tion for heart failure (the composite primary 
outcome) than ICD (hazard ratio, 0.75; 95% 
confidence interval [CI], 0.64 to 0.87; P<0.001). 
The risks of secondary-outcome events, includ- 
ing death from any cause, death from any car- 
diovascular cause, and hospitalization for heart 
failure, were all significantly lower with CRT as 
well. To better understand the long-term effects 
of CRT on mortality, we analyzed the survival 
outcomes of patients enrolled at the eight 
highest-enrolling participating sites. 


METHODS 


TRIAL DESIGN AND OVERSIGHT 
The design, protocol, and results of RAFT have 
been published previously.' The protocol and 
statistical analysis plan are available with the 
full text of this article at NEJM.org. All patients 
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provided written informed consent to participate 
in the original RAFT trial. The long-term follow- 
up trial was approved by the institutional research 
ethics board at each participating site. Individual 
consent for use of data from long-term follow-up 
was waived; these data were obtained from the 
patients’ clinical records. A data and safety 
monitoring committee was in place during the 
original RAFT trial but was not reconvened for 
the long-term follow-up trial. The long-term 
follow-up trial was designed by the steering 
committee, and data were gathered by the site 
investigators and site coordinators. The Dalhou- 
sie University Cardiac Arrhythmia Research unit 
and the Cardiovascular Trial Coordinating Cen- 
ter at Western University were responsible for 
the data management and for the analysis of the 
RAFT long-term follow-up data. The manuscript 
was drafted by the first authors. The authors 
vouch for the completeness and accuracy of the 
data and for the fidelity of the trial to the proto- 
col; all the authors made the decision to submit 
the manuscript for publication. 


PATIENTS 

Eligible patients with NYHA class II or III heart 
failure, a left ventricular ejection fraction of 30% 
or less, and an intrinsic QRS duration of 120 msec 
or more (or a paced QRS duration of 200 msec or 
more) were randomly assigned, in a 1:1 ratio, to 
receive an ICD or an ICD with CRT (CRED); 
randomization was stratified according to clini- 
cal center, atrial rhythm, and planned implanta- 
tion of a single-chamber or dual-chamber ICD. 
In the trial, patients with NYHA class II or II 
heart failure were initially eligible for random- 
ization. However, after the publication of a clini- 
cal trial showing a survival benefit for patients 
with NYHA class III heart failure and changes in 
clinical guidelines,*”* the protocol was modified, 
in February 2006, to exclude patients with NYHA 
class III heart failure. Patients were seen at fol- 
low-up visits 1 month after device implantation 
and then every 6 months until all patients had 
had at least 18 months of follow-up. At each 
follow-up visit, a clinical assessment and a device 
interrogation were performed. The patients and 
the general health care providers were unaware 
of the group assignments of the patients. Only 
the arrhythmia team that performed the device 
implantation and management were aware of 
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STATISTICAL ANALYSIS 
All analyses in this trial were conducted ac- 
cording to the intention-to-treat principle. The 
baseline characteristics of each treatment 
group were expressed as numbers of patients 
centers) Were excluded from ‘ x 
RAFT long-term follow-up and percentages for categorical variables and 
y as means with standard deviations or medians 


1050 (at 8 participating centers) Were with interquartile ranges for continuous vari- 
enrolled in RAFT long-term follow-up ables. 


i , 


520 Were assigned to CRT-D intervention|| 530 Were assigned to ICD intervention 
516 Had device implanted 526 Had device implanted 
4 Did not have device implanted 4 Did not have device implanted 


| | 


4 Withdrew from original RAFT 9 Withdrew from original RAFT 
19 Were lost to follow-up (moved 17 Were lost to follow-up (moved 
out of the province or were out of the province or were 

not able to be contacted) not able to be contacted) 


1798 Patients (at 34 centers) were enrolled 
and underwent randomization in RAFT 


748 (at 26 nonparticipating 


We used survival analysis techniques to com- 
pare the two treatment groups with respect to 
the primary and secondary outcomes. Survival 
in each of the two groups over the follow-up 
period was summarized with the use of Kaplan- 
Meier product-limit estimates. In order to es- 
timate the treatment effect, we first examined 
the validity of the proportional-hazards as- 
sumption using plots of log of negative log of 


Median follow-up for all patients, 7.7 yr 
Median follow-up for patients 
who survived, 13.9 yr 


520 Were included in the analysis 


530 Were included in the analysis 


Figure 1. Randomization and Follow-up. 
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the trial-group assignments. Details on the rep- 
resentativeness of the trial patients are provided 
in Table S1 in the Supplementary Appendix, avail- 
able at NEJM.org. 


DATA ACQUISITION AND PATIENT FOLLOW-UP 
The eight centers that enrolled the largest num- 
ber of patients participated in the long-term 
follow-up trial (details can be found in the 
Supplementary Appendix). Survival data were 
obtained for all patients from clinical records. 
The data from patients who were lost to follow- 
up were censored at the date of their last clini- 
cal contact. The dates of heart transplantation 
or implantation of a ventricular assist device 
were collected from clinical records when rel- 
evant. 


OUTCOMES 
The primary outcome of this trial was death 
from any cause. The secondary outcome was a 
composite of death from any cause, heart trans- 
plantation, or implantation of a left ventricular 
assist device (Table $2). 


the estimated survival function,’ time-depen- 
dent covariates in the Cox model, and the 
empirical score process.” We concluded that 
there was evidence of nonproportional hazards. 
Because of this possible violation of the pro- 
portional-hazards assumption and our prior 
knowledge of the likely shape of the baseline 
hazard, we adopted an exponential accelerated 
failure time model for our primary analysis, 
and we therefore present the estimates of the 
treatment effect as acceleration factors. We 
assessed the robustness of the results to alter- 
native nonproportional-hazards models and 
distributional assumptions in a sensitivity analy- 
sis. The secondary outcome, a composite of 
death, heart transplantation, or implantation 
of a ventricular assist device, was analyzed in 
a similar fashion. Analyses based on patient 
characteristics were undertaken in subgroups 
defined according to age, sex, NYHA class, 
cause of cardiomyopathy, QRS duration, left 
ventricular ejection fraction, QRS morpholog- 
ic features, and atrial rhythm. The P value is 
reported for the primary outcome of death. 
For the secondary outcome, a 95% confidence 
interval is presented without adjustment for 
multiplicity. Thus, the confidence intervals 
should not be used to reject or not reject treat- 
ment effects. Missing data were censored at 
the date of the patient’s last follow-up contact 
(details can be found in the Supplementary 
Appendix). All analyses were conducted with 
the use of SAS software, version 9.4 (SAS In- 
stitute). 
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RESULTS 


RANDOMIZATION 


A total of 1798 patients at 34 centers were in- 
cluded in RAFT. Eight centers that participated 
in the RAFT long-term follow-up enrolled a total 
of 1050 patients. The first patient was enrolled 
in January 2003, and all patients were followed 
until death or December 31, 2021. Among the 
530 patients randomly assigned to receive an 
ICD, 526 (99.2%) underwent device implanta- 
tion. A device was not implanted in 4 patients 
(3 because of patient or physician decision and 
1 because the patient died before the device could 
be implanted). In the ICD group, 26 patients 
were lost to complete follow-up; outcomes at the 
end of the long-term follow-up trial could not be 
ascertained for 17 patients, and 9 patients with- 
drew from the trial. Among the 520 patients 
randomly assigned to receive a CRI-D, 516 
(99.2%) underwent device implantation. A device 
was not implanted in 4 patients (2 because of 
patient or physician decision, and 2 because the 
patients died before the device could be im- 
planted). In the CRT-D group, 23 patients were 
lost to complete follow-up; outcomes at the end 
of the long-term follow-up trial could not be 
ascertained for 19 patients, and 4 patients with- 
drew from the trial (Fig. 1). 


PATIENT CHARACTERISTICS 
The baseline characteristics of the patients ap- 
peared to be similar in the two treatment groups, 
except for aspirin and statin use (Table 1). The 
median duration of follow-up for the 1050 pa- 
tients in the long-term survival trial was 7.7 
years (interquartile range, 3.9 to 12.8), and the 
median duration of follow-up for those who 
survived was 13.9 years (interquartile range, 
12.8 to 15.7). The patients who were assigned to 
the ICD group had a median duration of follow- 
up of 6.9 years (interquartile range, 3.2 to 12.0), 
and those who survived had a median duration 
of follow-up of 13.9 years (interquartile range, 
12.8 to 15.4). The patients who were assigned to 
the CRT-D group had a median duration of fol- 
low-up of 8.5 years (interquartile range, 4.7 to 
13.2), and those who survived had a median 
duration of follow-up of 14.2 years (interquartile 
range, 12.9 to 15.7). The median duration of 
follow-up for the patients who withdrew from 
the trial or who were lost to follow-up was 5.1 
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Table 1. Characteristics of the Patients at Baseline.* 


ICD CRT-D 
(N=530) (N=520) 


66.849.1 66.3+9.3 
439 (82.8) 441 (84.8) 


Variable 

Age — yr 

Male sex — no. (%) 

Underlying heart disease — no. (%) 
Ischemic 356 (67.2) 


174 (32.8) 


357 (68.7) 
Nonischemic 163 (31.3) 
NYHA class — no. (%) 

Class Il 

Class III 
Left ventricular ejection fraction — % 
Atrial rhythm — no. (%) 


Permanent atrial fibrillation or flutter 


404 (76.2) 
126 (23.8) 
22.145.1 


399 (76.7) 
121 (23.3) 
22.345.4 


3 (15.7) 
Sinus or atrial paced 447 TT 3) 438 
247 (46.6) 233 
194 (36.6) 157 
128 (24.2) 120 
194 (36.6) 182 

13.4) 

22 


Hypertension — no. (%) 

Diabetes mellitus — no. (%) 

Previous PCI — no. (%) 

Previous CABG — no. (%) 

Current cigarette smoking — no. (%) 
Peripheral vascular disease — no. (%) 4) 


71 ( 
0 (9. 
Hospitalization for heart failure within the 121 (22.8) 
previous 6 mo — no. (%) 
Medication — no. (%) 
Beta-blocker 
ACE inhibitor or ARB 


Spironolactone 


476 (89.8 
513 (96.8 
224 (42.3 
184 (34.7 
388 (73.2 


) 470 (90.4 
) 
) 
) 
) 

194 (36.6) 
) 
) 
) 
) 
) 


501 (96.3 
214 (41.2 
178 (34.2 
346 (66.5 


) 

) 

) 

Digoxin ) 
) 

198 (38.1) 
) 

) 

) 

) 

) 


Aspirin 
Warfarin 
Clopidogrel 
Statin 


16.6 15.0 


78 ( 

354 (68.1 
- 
64 ( 
87 ( 
9 (1. 


82.6 
11.1 
14.5 
1) 


Six-minute walk test — no. 452 461 


83.8 
12.3 
16.7 


7) 


Diuretic 
Calcium-channel blocker 


Amiodarone 


88 ( 

397 (74.9 
8 ( 
9 ( 
77 ( 
6 (1. 


Other antiarrhythmic 


Distance walked — m 351.34110.2 347.0+105.4 
Estimated glomerular filtration rate 
Mean — ml/min/1.73 m? 
Distribution — no./total no. (%) 
<30 ml/min/1.73 m? 
30-59 ml/min/1.73 m? 


260 ml/min/1.73 m? 


58.9+22.5 58.3+19.6 
44/526 (8.4) 

235/526 (44.7) 

247/526 (47.0) 


38/515 (7.4) 
234/515 (45.4) 
243/515 (47.2) 


* Plus-minus values are means +SD. The absolute values of all standardized 


differences were below the threshold of 0.10 except for diabetes mellitus 
(0.112), aspirin (0.118), and statin (0.122). ACE denotes angiotensin-convert- 
ing enzyme, ARB angiotensin-receptor blocker, CABG coronary-artery bypass 
grafting, NYHA New York Heart Assocation, and PCI percutaneous coronary 
intervention. 
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Table 2. Electrocardiographic Characteristics of Patients at Baseline.* 


Variable 


ICD CRT-D 
(N=530) (N=520) 


Intrinsic QRS — no. 481 475 


Intrinsic QRS duration — msec 
Paced QRS — no. 


Paced QRS duration — msec 


159.3424.2 1538.1+23.8 
49 45 
209.1+16.8 211.6421.2 


QRS morphologic type — no. (%) 


Right bundle-branch block ( 
Left bundle-branch block 364 (68.7) 
( 


52 (9.8) 
65 (12.3) 


Ventricular paced 49 (9.2) 


* Plus—minus values are means +SD. The absolute values of all standardized 
differences were below the threshold of 0.10. NIVCD denotes nonspecific in- 
traventricular conduction delay. 
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years (interquartile range, 1.9 to 7.9 years). De- 
tails of randomization and follow-up are shown in 
Figure 1. The baseline characteristics of patients 
who were included in the long-term follow-up 
trial did not appear to differ meaningfully from 
those who were not included (Table S3). The 
number of patients per site for whom data were 
missing did not appear to differ meaningfully 
between the trial groups (Table $4). 

Among the 1050 patients in the long-term 
follow-up trial, 880 (83.8%) were men, 713 (67.9%) 
had ischemic cardiomyopathy, and 337 (32.1%) 
had nonischemic cardiomyopathy; the mean age 
was 66.5+9.2 years. A total of 803 patients 
(76.5%) had NYHA class II heart failure. The 
criteria for participation in RAFT permitted the 
inclusion of patients with atrial arrhythmias or 
QRS morphologic features without left bundle- 
branch block. In the long-term follow-up trial, at 
baseline, 165 patients (15.7%) had a persistent 
atrial arrhythmia, 737 (70.2%) patients had left 
bundle-branch block, 88 (8.4%) had right bundle- 
branch block, 131 (12.5%) had a nonspecific 
intraventricular conduction delay, and 94 (9.0%) 
had paced QRS complexes (Table 2). 


OUTCOMES 
Death from any cause (the primary outcome) oc- 
curred in 405 of 530 patients (76.4%) assigned to 
the ICD group and in 370 of 520 patients (71.2%) 
assigned to the CRI-D group. The time until 
death appeared to be longer in the CRT-D group 


than in the ICD group (acceleration factor, 0.80; 
95% CI, 0.69 to 0.92; P=0.002) (Fig. 2A). 

A secondary-outcome event, a composite of 
death from any cause, heart transplantation, 
or implantation of a ventricular assist device, 
occurred in 392 patients (75.4%) in the CRI-D 
group and in 412 patients (77.7%) in the ICD 
group. The time until the composite outcome 
event occurred was longer in the CRT-D group 
than in the ICD group (acceleration factor, 0.85; 
95% CI, 0.74 to 0.98) (Fig. 2B). Sensitivity analy- 
ses are shown in Table S5. 


SUBGROUP ANALYSES 
We conducted analyses of the relationship be- 
tween the NYHA heart-failure class at baseline 
and the primary outcome. In this long-term 
follow-up trial, 23.5% of patients had had NYHA 
class III heart failure at baseline. The risk of 
death among patients with either NYHA class II 
or III heart failure at baseline according to the 
treatment group to which they were assigned 
(ICD or CRT-D) is shown in Figure S1. The out- 
comes in 11 prespecified subgroups of patients 
who were assigned to the CRI-D group or the 
ICD group are shown in Figure 3. 


DISCUSSION 


This long-term follow-up trial showed a benefit 
with respect to mortality among patients who 
received a CRI-D as compared with those who 
received a standard ICD, and this benefit appears 
to have been sustained over time. The median 
duration of follow-up among all patients was 7.7 
years and among those who survived, 13.9 years. 
A similar association was observed for the com- 
posite of death from any cause, heart transplan- 
tation, or implantation of a ventricular assist 
device (the secondary outcome), although the 
event curves for the composite outcome ap- 
peared to begin to converge after 12 years. 
RAFT included patients with mild-to-moder- 
ate symptoms of heart failure. These findings are 
complementary to the observations from other 
randomized, controlled trials. MADIT-CRT (Multi- 
center Automatic Defibrillator Implantation Trial 
with Cardiac Resynchronization Therapy) en- 
rolled patients with NYHA class I or II heart 
failure.* During 7 years of extended follow-up, a 
reduction in mortality was observed among pa- 
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A Death from Any Cause 
1.0 


0.9- 
0.8- 
0.7- 
0.6- 
0.54 


0.4- 


Probability of Survival 


0.3- 


| Acceleration factor, 0.80 (95% Cl, 0.69-0.92) 
P=0.002 


9 10 
Years of Follow-up 


No. at Risk 
CRT-D 520 495 464 442 415 379 340 310 278 243 213 
ICD 530 489 452 408 364 328 294 2535: 229 191 167 


B Death from Any Cause, Heart Transplantation, or Implantation of Left Ventricular Assist Device 
1.0 

0.95 
0.84 
0.74 
0.65 
0.54 
0.4- 


0.3-4 


Probability of Event-free Survival 


Acceleration factor, 0.85 (95% Cl, 0.74-0.98) 


3 4 5 6 7 8 9 
Years of Follow-up 


No. at Risk 
CRT-D 520 493 460 433 404 367 328 297 255 219 
ICD 530 485 447 400 355 318 285 246 220 183 


Figure 2. Kaplan—Meier Estimates of the Primary and Secondary Outcomes. 


Panel A shows the probability of death from any cause (the primary outcome) in each group. Panel B shows the 
probability of a composite of death from any cause, heart transplantation, or implantation of a left ventricular assist 
device (the secondary outcome). 


tients with left bundle-branch block.“ Long-term CRT implantation.’ The present trial extends 
(approximately 4.4 years) follow-up of patients these observations over a longer follow-up time 
with more severe heart failure in the CARE-HF and supports the durability of the improvement 
trial (Cardiac Resynchronization—Heart Failure) in survival among patients with heart failure, 
showed the persistence of the original benefit of reduced left ventricular ejection fraction, and 
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Subgroup No./Total No. 


All patients 775/1050 
Age 

<65 yr 257/438 

>65 yr 518/612 
Sex 

Male 670/880 

Female 105/170 
NYHA class 

Class II heart failure 563/803 

Class III heart failure 212/247 
Underlying heart disease 

Ischemic 573/713 

Nonischemic 202/337 
QRS duration 

Intrinsic <150 msec 263/348 

Intrinsic >150 msec 436/608 

Paced =200 msec 76/94 
Left ventricular ejection fraction 

<20% 218/284 

220% 557/766 
QRS morphologic features 

Right bundle-branch block 65/88 

Left bundle-branch block 534/737 

NIVCD 100/131 

Paced 76/94 
Atrial rhythm 

Permanent atrial fibrillation or flutter 140/165 

Sinus or atrial paced 635/885 
Diabetes mellitus 

Yes 288/351 

No 487/699 
Hypertension 

Yes 358/480 

No 417/570 
Estimated glomerular filtration rate 

<60 ml/min/1.73 m? 466/551 

=60 ml/min/1.73 m? 303/490 


Figure 3. Subgroup Analyses of Death. 
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Estimates of the treatment effect (presented as acceleration factors) and 95% confidence intervals are shown for 
the primary outcome (death from any cause) in each prespecified subgroup. There was no plan for multiplicity in 
the statistical analysis, and the widths of the confidence intervals have not been adjusted for multiplicity. Thus, the 
confidence intervals should not be used to reject or not reject treatment effects. Estimated glomerular filtration 
rates were not available for nine patients. NIVCD denotes nonspecific intraventricular conduction delay, and NYHA 


New York Heart Association. 


prolonged QRS duration who received a CRT-D 
device. 

CRT has been shown to result in significant 
improvement in cardiac performance” and to 
lead to reverse remodeling,’ a reduction in 
new-onset ventricular arrhythmias,’ and im- 


proved clinical outcomes.**"** It is possible that 
these beneficial early effects may be associated 
with the much longer-term improvements in 
overall survival shown in our trial. 

The benefit with respect to mortality that we 
observed in this trial occurred despite the inclu- 
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sion of patients who have been shown to derive 
less clinical benefit or no clinical benefit from 
implantation of a CRI-D, including those with 
atrial fibrillation and those with QRS morpho- 
logic features without left bundle-branch block 
or with less-widened QRS complexes."* Further- 
more, the survival benefit remained despite the 
fact that the long-term nature of this trial lim- 
ited the analysis of subtle variations in clinical 
occurrences during the trial period, such as 
worsening of heart failure, changes to pharma- 
cologic management, crossover between the 
treatment groups, or a change in the function of 
implanted leads — all examples of nonfatal, yet 
important changes that may reduce the effective- 
ness of CRT. 

Our trial had limitations. Despite the survival 
findings among patients assigned to the CRT-D 
group, mortality within the overall long-term 
follow-up trial population was approximately 
80% at 15 years. Since the initial trial was com- 
pleted, pharmacologic therapy for heart failure 
has advanced, with the introduction of neprily- 
sin inhibitors and sodium—glucose cotransporter 
2 inhibitors. CRT improves cardiac performance 
without increasing cardiac work” and would be 
anticipated to have a complementary effect to 
pharmacotherapy; however, the influence of CRT 
on survival for patients treated with newer drugs 
is uncertain. Although this trial included all 


patients at the eight highest-enrolling sites, this 
population is nonetheless a subset of the entire 
trial population, so our observations should be 
interpreted cautiously. Furthermore, the rela- 
tively low enrollment of women and the lack of 
racial diversity could influence the generalizabil- 
ity of the findings. The influence of crossover 
from the ICD group to the CRT-D group (or vice 
versa) was not examined in this trial. We have 
previously reported the characteristics of pa- 
tients who crossed over from one group to the 
other within the initial follow-up period of 
RAFT.” The long-term nature of this trial makes 
it likely that a proportion of surviving patients 
will have had a variety of changes in their clini- 
cal course that could influence the decision to 
change the type of device they receive, which 
would confound any analysis of crossovers. None- 
theless, the persistence of benefit from an initial 
implantation of CRI-D appears to be consistent 
with an early and ongoing protective effect. 

The survival benefit of CRT-D therapy over 
ICD alone for patients with a reduced ejection 
fraction, a widened QRS complex, and NYHA 
class II or II heart failure appears to have been 
sustained during a median of nearly 14 years of 


follow-up. 

Disclosure forms provided by the authors are available with 
the full text of this article at NEJM.org. 

A data sharing statement provided by the authors is available 
with the full text of this article at NEJM.org. 
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